SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 12/12/2019

OPERATOR NAME:
THOMAS DOLAN
Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 192

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
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BLANK TEST
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SOLUTION CHANGE

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 12/05/2019

OPERATOR NAME:
ANDRES F SANCHEZ
Permit #: 42014

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19250
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
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12:11

12:11
12:12

12:12
12:13

12:13
12:14

0.00
0.20

0.00Y
0
0.20

20 : 3 40.
Alcohol (g/210L)
18l ----- Flow Rate(L/M) 36.
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 12/05/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN
Reference Standard #: 19180

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.10
BLANK TEST 0.00

PD

11:23
11:23

11:23
11:24

11:24
11:25

11:25
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 11/27/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19180

Nominal = 0.10 g/210L

BLANK TEST 0.00 18:47
INTERNAL STANDARD VERIFIED 18:47
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 18:47
BLANK TEST 0.00 18:48
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 18:48
BLANK TEST 0.00 18:49
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 18:49
BLANK TEST 0.00 18:50
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 11/20/2019

OPERATOR NAME:
THOMAS DOLAN
Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN

Reference Standard #: 191

Nominal = 0.10 g/210L

BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 11/13/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 42012

Nominal = 0.10 g/210L

BLANK TEST 0.00 21:54
INTERNAL STANDARD VERIFIED 21:54
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 21:54
BLANK TEST 0.00 21:55
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 21:55
BLANK TEST 0.00 21:56
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 21:56
BLANK TEST 0.00 21:57
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SOLUTION CHANGE

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 11/05/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19180

Nominal = 0.10 g/210L

BLANK TEST 0.00 10:52
INTERNAL STANDARD VERIFIED 10:52
REFERENCE STANDARD TEMP 34.01c

0.10 10:53
0.00 10:53

REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 10:54
BLANK TEST 0.00 10:55
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 10:55
BLANK TEST 0.00 10:56
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 11/05/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19180

Nominal = 0.10 g/210L

BLANK TEST 0.00 09:58
INTERNAL STANDARD VERIFIED 09:58
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 09:58
BLANK TEST 0.00 09:59
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 09:59
BLANK TEST 0.00 10:00
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 10:00
BLANK TEST 0.00 10:01
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 10/28/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19180

Nominal = 0.10 g/210L

BLANK TEST 0.00 16:12
INTERNAL STANDARD VERIFIED 16:12
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 16:12
BLANK TEST 0.00 16:13
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 16:13
BLANK TEST 0.00 16:14
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 16:14
BLANK TEST 0.00 16:15
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Date: 10/21/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN
Reference Standard #: 19180

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Alcohol (g/210L)

Flow Rate(L/M)

40.

-136.

32.




SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 10/13/2019

OPERATOR NAME:
THOMAS DOLAN
Permit #: 42012

Reference Standard #: 191

Nominal = 0.10 g/210L
BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

80

0.00
VERIFIED
34.00c
0.10
0.00
34.00c
0.10
0.00
34.00c
0.10
0.00

Operator Agency/Dept: RAMAPO TOWN PD
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SOLUTION CHANGE

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 10/07/2019

OPERATOR NAME:
THOMAS DOLAN
Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 191

Nominal = 0.10 g/210L

80

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c¢c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
z
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 10/07/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19130

Nominal = 0.10 g/210L

BLANK TEST 0.00 10:01
INTERNAL STANDARD VERIFIED 10:01
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 10:01
BLANK TEST 0.00 10:02
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 10:03
BLANK TEST 0.00 10:03
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 10:04
BLANK TEST 0.00 10:05

1)
e

50 ; : 40.0
Alcohol (g/210L)
18] - Flow Rate(L/M) ~136.0
16 32.0
L14 28.0
12 “24.0
20.0
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 09/27/2019

OPERATOR NAME:

MICHAEL T ANTON

Permit #: 36793

Operator Agency/Dept: RAMAPO TOWN

Reference Standard #: 19130
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00

PD

05:57
05:57

05:58
05:58

05:59
06:00

06:00
06:01
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0.00
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 09/22/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19130

Nominal = 0.10 g/210L

BLANK TEST 0.00 11:25
INTERNAL STANDARD VERIFIED 11:25
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 11:26
BLANK TEST 0.00 11:27
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 11:27
BLANK TEST 0.00 11:28
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 11:28
BLANK TEST 0.00 11:29
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18l ----- Flow Rate(L/M) 36.0
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18l - Flow Rate(L/M) 36.0
.16 32.0
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.06 , 12.0
.04 I 8.0
.02/ __________ B R = 4.0
0.00 : 0.0
0 5 10 15 20 25 30
20 i : : H 40.0
Alcohol (g/210L)

18} ----- Flow Rate(L/M) 36.0
.16} 32.0
.14 28.0
L12p 24.0
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16.0
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S S 4.0
i : : : 0.0
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 09/13/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19130

Nominal = 0.10 g/210L

BLANK TEST 0.00 17:32
INTERNAL STANDARD VERIFIED 17:32
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 17:32
BLANK TEST 0.00 17:33
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.09 17:33
BLANK TEST 0.00 17:34
REFERENCE STANDARD TEMP 34.00c¢

REFERENCE STANDARD 0.09 17:34
BLANK TEST 0.00 17:35

“J V]
X
A

0.20 ; ! 40.
Alcohol (g/210L)
0.18+ ===~ Flow Rate(L/M) -{36.
..... 32_
128
24 .
20.
“16.
12.
~18.
4.
: : 0.
20 25 30
; i ] i 40.
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0.18----- Flow Rate(L/M) 36.
O LB rrmrermss s e e e 32.
O L o 8.
0.12 24.
20.
; 16.
12.
g.
: § § 0.
15 20 25 30
: i ] ] i 40.
Alcohol (g/210L)
0,18 ~---- Flow Rate(L/M) 36
0.16 32.
0.14 28.
0.12 24 .
O B ot S S S 20.
0.08 //’_7 16.
0.06 + 12
0.04 S .
I B — 4.
0.00! ? : 0.
0 5 10 15 20 25 30



SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT

DATAMASTER dmt: 116306

Date: 09/06/2019
OPERATOR NAME :
THOMAS DOLAN
Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19130
Nominal = 0.10 ¢g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00

15:05
15:05

15:05
15:06

15:07
15:07

15:08
15:09

.20 : : 40.0
Alcohol (g/210L)
.18 - Flow Rate(L/M) 36.0
o B e 32.0
L 14f 28.0
.12 - 24.0
16.0
12.0
3.0
| 4.0
: z 0.0
10 15 20 25 30
i i ; i 40.0
Alcohol (g/210L)
L18f - Flow Rate(L/M) 136.0
.16 .......... 32_0
14 ~28.0
.12 24.0
..... 20.0
16.0
12.0
8.0
i ——— 4.0
: ‘ : : 0.0
10 15 20 25 30
: é : : : 40.0
Alcohol (g/210L) %
18] == --- Flow Rate(L/M) : 36.0
16 32.0
1] SIS SO S S m? ......... 28.0
.12 24.0
.10 20.0
.08 ,‘ 16.0
.06 12.0
. 04f4~ 8.0
.02/-““,_ \\\\\\\\\\\\ """ 4.0
.00 : I 5 § 0.0
0 5 10 15 20 25 30



SOLUTION CHANGE

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 08/31/2019

OPERATOR NAME:
THOMAS DOLAN
Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19130
Nominal = 0.10 g/210L
BLANK TEST

INTERNAL STANDARD VE

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

0.00
RIFIED
34.00c

0.10

0.00
34.00c

0.09

0.00
34.00c

0.09

0.00

18:16
18:16

18:17
18:18

18:18
18:19

18:19
18:20

0.20 j : 40.
Alcohol (g/210L)
0.18}{ """ Flow Rate (L/M) 36.
0.16 32.
0.14 28.
0.12}- 24.
O e — s . . ................. JS 20.
0.08 16.
0.06 12.
0.04 ls.
0.02//‘_\,_\;»___ B S 4.
0. 00l % 0.
0 5 10 15 20 25 30
0.20 7 g : s 40.
Alcohol (g/210L)
0.18}------ Flow Rate(L/M) 36.
0.16} 32.
R O R DO SRS S 28 .
0.12 24.
O.lO ........... 20.
0.08 16.
0.06} 12.
0.04 5.
0.02 ‘-
0.00 : : : 0.
0 5 10 15 20 25 30
0.20 ; 5 @ : ; 40.
Alcohol (g/210L)
0.18/------ Flow Rate(L/M) 36.
O 4 L G ererrrmeremrremssse st s 32.
R R 28.
Lo ] USSP SO S 24 .
0.10} 20.
S S 16.
0.06l .......... 112.
0.04 5.
O R S ,,,,, 4.
0.00 5 5 5 5 0.
0 5 10 15 20 25 30




SUPERVISOR TEST

POLICE DEPT
DATAMASTER dmt: 116306

Date: 08/29/2019

OPERATOR NAME :
THOMAS DOLAN
Permit #:. 42012

Operator Agency/Dept : RAMAPO TOwN pp
Reference Standard #: 19130

Nominal = 0.10 g/2101,

BLANK TEST 0.00 20:05
INTERNAL STANDARD VERIFIED 20:05
REFERENCE STANDARD TEMP 34.00c¢

REFERENCE STANDARD 0.09 20:05
BLANK TEST 0.00 20:06
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09 20:06
BLANK TEST 0.00 20:07
REFERENCE STANDARD TEMP 34.00c¢
REFERENCE STANDARD 0.09 20:08
BLANK TEST 0.00

Alcohol (g/2101,
Flow Rate(L/M)

Alcohol (g/210L
Flow Rate(L/M)

Alcohol (g/210L) i ;
- Flow Rate (L/M) RS S




SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 08/25/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012
Operator Agency/Dept:

Reference Standard #: 191

Nominal = 0.10 g/210L
BLANK TEST

INTERNAL STANDARD
REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

REFERENCE STANDARD TEMP
REFERENCE STANDARD
BLANK TEST

RAMAPO TOWN

30

0.00
VERIFIED
34.01c
0.09
0.00
34.00c
0.09
0.00
34.00c
0.09
0.00

PD

12:

12:

12:

12:
12:

12:
12:

44

44

45

46
46

47
48

0.

.04

.02

.00
.20

.18
I O OSSO OSSR

.14

20 ; 5 40.
Alcohol (g/210L)
18t - Flow RAte (L/M) | 36.
1) B 32.
.14 28.
.12 124
L10p 20.
GO 16.
QB s 12.
04 ............... 8‘
02 U S S 4
o
.00l ‘ : : i 0
0 5 10 15 25 30
.20 : : T ; 40.
Alcohol (g/210L)
18] - Flow Rate(L/M) 36.
.16 132,

28.

124 .

16.

12.

25

Alcohol (g/210L)
Flow Rate(L/M)

25

)
0

24 .

“20.

1e.

12.

L0



SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 08/14/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19130

Nominal = 0.10 g/210L

BLANK TEST 0.00 21:37

INTERNAL STANDARD VERIFIED 21:37

REFERENCE STANDARD TEMP  34.01c

REFERENCE STANDARD 0.09 21:37

BLANK TEST 0.00 21:38

REFERENCE STANDARD TEMP  34.00c

REFERENCE STANDARD 0.09 21:39 g ; : g ;

BLANK TEST 0.00 21:39 - 00¢ 5 5 15 25 35 T
REFERENCE STANDARD TEMP  34.01c 0.2 ————— , : ; : 40.0

REFERENCE STANDARD 0.09 21:40 Alcohol (g/210L)
BLANK TEST 0.00 21:41 0.18/{----- Flow Rate(L/M)




SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 08/09/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN
Reference Standard #: 19130

Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.09
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.01c
REFERENCE STANDARD 0.09
BLANK TEST 0.00

/,//

:/&’i>
G

/st

PD

14:45
14:45

14:46
14:47

14:47
14:48

14:48
14:49

.20 ; 5 40.0
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R R Flow Rate(L/M) 36.0
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S S S 28.0
.12 24.0
.10 : 20.0
08 ///~—"————’ rrrrr 16.0
.06 ’ ; 12.0
.04 l § 5.0
O - ity v 4.0
. ool 5 ? ? ’ ? 0.0
5 10 15 20 25 30
.20 ; 5 ; g ; 40.0
Alcohol (g/210L)
T I —— Flow Rate(L/M) 36.0
.16 32.0
14~ 28.0
12 24.0
.10 20.0
.08 f/’/—’v f16.0
‘06 I ......... ....................... 12.0
.04 I - : 8.0
Q2o G v 4.0
.00 5 ? : : 0.0
0 5 10 15 20 25 30
.20 : ; ; : : 40.0
Alcohol (g/210L)
=1 B Flow Rate(L/M) 36.0
.16 32.0
.14 28.0
S S 24.0
'10 PR P 20.0
.08 16.0
.O6V. .................... 12'0
.04 I - 8.0
Bt R - 4.0
.00} ? % i f i 0.0
0 5 10 15 20 25 30



SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 08/08/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19090

Nominal = 0.10 g/210L

BLANK TEST 0.00 09:15
INTERNAL STANDARD VERIFIED 09:15
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09 09:16
BLANK TEST 0.00 09:17
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09 09:17
BLANK TEST 0.00 09:18
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09 09:18
BLANK TEST 0.00 09:19

0.20

.20 : 5 40.0
Alcohol (g/210L) { ‘
18l ----- Flow Rate(L/M) B : 36.0
.16 32.0
.14 28.0
B . 24.0
.10 e — 20.0
.08 16.0
.06 12.0
.04} 3.0
e s o S - 40
. 00 0.0
0 5 10 15 20 25 30
: : ; 40.0
Alcohol (g/210L) ; ‘ ;
R I p—— Flow Rate(L/M) : 36.0
.16 ~{32.0
.14 28.0
.12 24.0
~20.0
16.0
~12.0
8.0
s Sttt - 4.0
0.0
5 10 15 20 25 30
: ; - 40.0
Alcohol (g/210L) ;
18l - Flow Rate(L/M) 36.0
[ IO S SR 32.0
.14 28.0
[ S N ?“ ; .”mm_% ; 24.0
...... 20.0
~16.0
12.0
8.0
S 4.0
0.0

10 i5 20 25 30



SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 07/28/2019

OPERATOR NAME:

ANTHONY E GIARDINA

Permit #: 35850

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19090

Nominal = 0.10 g/210L

BLANK TEST 0.00 10:37
INTERNAL STANDARD VERIFIED 10:37
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09 10:38
BLANK TEST 0.00 10:39
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 10:39
BLANK TEST 0.00 10:40
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 10:40
BLANK TEST 0.00 10:41

0.20 ; 40.
Alcohol (g/210L)
0.18)+{ "~~~ Flow Rate(L/M) 36.
000810000000 S SRS S S 32.
0.14 28 .
0.12 ....................... 24'
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 07/27/2019

OPERATOR NAME:

MICHAEL ANTON

Permit #: 36793

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19090

Nominal = 0.10 g/210L

BLANK TEST 0.00 01:27
INTERNAL STANDARD VERIFIED 01:28
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 01:28
BLANK TEST 0.00 01:29
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 01:29
BLANK TEST 0.00 01:30
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 01:30
BLANK TEST 0.00 01:31

0.20 : : 40.
— Alcohol (g/210L)
0.18f+{ "~ Flow Rate(L/M) 36.
0.16 32.
0.14 28.
0.12- 24 .
0.08} (f—a 16.
0.06 ’ 2.
0.04 I : 3.0
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0.20 7 i | ] 40.
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0.14 28.
0.12 24 .
O . A 2 O .
[ 0 . o N OO FO U OO 16.
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0. 4.0
- f f 0.0
15 20 25 30
H i : : : 40.
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0.18f{----- Flow Rate(L/M) 36
L I T R B T 32
0.14 28.
[0 2] B SRS SRS 24 .
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0. 16.
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 07/15/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19090

Nominal = 0.10 g/210L

BLANK TEST 0.00 21:47
INTERNAL STANDARD VERIFIED 21:47
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 21:47
BLANK TEST 0.00 21:48
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 21:48
BLANK TEST 0.00 21:49
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 21:50
BLANK TEST 0.00 21:50

20 : 7 40.0
Alcohol (g/210L)
18- Flow Rate(L/M) 136.0
16 B 32.0
L] -28.0
12 ~24.0
.10 20.0
.08 /f’—" 16.0
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.04 ’ 8.0
B R R - . 4.0
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. 00U : : % i 0.0
0 5 10 15 20 30
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16 132.0
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10 20.0
.08 //’7 f 16.0
.06 : 12.0
: 8.0
: = . ; 0.0
10 15 20 25 30
: z : : : 40.0
Alcohol (g/210L) ;
L18f - Fl:ow Rate(L:/M)J 36.0
.16 ] 32.0
L 1df- : ~18.0
12| ; 24.0
f 20.0
,,,,,,,, j 16.0
: 12.0
?W. é 3.0
,,,,,,,,,,,,,,,, 4_0
: : : 0.0
15 20 25 30



SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 07/09/2019

OPERATOR NAME:

DOLAN THOMAS

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19090

Nominal = 0.10 g/210L

BLANK TEST 0.00 12:50
INTERNAL STANDARD VERIFIED 12:50
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.09 12:51
BLANK TEST 0.00 12:51
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 12:52
BLANK TEST 0.00 12:53
REFERENCE STANDARD TEMP 34.00c¢
REFERENCE STANDARD 0.10 12:53
BLANK TEST 0.00 12:54

0.20 5 ; 40.0
Alcohol (g/210L)
0.18f]-=--- Flow Rate(L/M) 36.0
0.16 ,,,,,,,,,,,,,,, 32_0
0.14 28.0
5 S S 24.0
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0.04, --------- e 8.0
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0. 00 : : : 0.0
0 5 10 15 20 25 30
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0.16 32.0
0. 14f-- 28.0
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16.0
12.0
. ,,,,,, 8 . O
4.0
0.00 : ? 0.0
0 5 10 15 20 25 30
0.20 g : : : 40.0
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0.18}+{----- Flow Rate(L/M) |.. 136.0
0.16 32.0
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s RS S S 4.0
20.0
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~~~~~~~~~ 5.0
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 07/15/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD

Reference Standard #: 19090

Nominal = 0.10 g/210L

BLANK TEST 0.00 21:47
INTERNAL STANDARD VERIFIED 21:47
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 21:47
BLANK TEST 0.00 21:48
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 21:48
BLANK TEST 0.00 21:49
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 21:50
BLANK TEST 0.00 21:50

20] 5 : 40.0
Alcohol (g/210L)
0.18)+ "~~~ Flow Rate(L/M) 36.0
O . 1 6 e vvvvvvvvvv . 32 . O
0.14 ........ 28.0
0.12 “24.0
0.08 ’f,v — 16.0
0.06 l 12.0
0.04 l 5.0
0024 B e - 4.0
0.00Y : f f ? 0.0
0 5 10 15 25 30
0.20 E 5 : i 40.0
Alcohol (g/210L)
0.18f~ """~ Flow Rate(L/M) | 36.0
0.16 32.0
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0.12 24.0
0. 120.0
0. 16.0
0. 12.0
0. 8.0
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0. : : : 0.0
10 15 0 25 30
0. 5 : : 40.0
Alcohol (g/210L)
0.18}+----- Flow Rate(L/M) 36.0
0.16 32.0
0_14 ......................... 28.0
0. 12f ~24.0
0.10 20.0
0.08 : 16.0
0'06 ........... 12.0
O, Q4 : R 8.0
0. : 4.0
0. 5 ? 0.0
15 0 25 30




SOLUTION CHANGE

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 07/04/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19090

Nominal = 0.10 g/210L

BLANK TEST 0.00 12:00
INTERNAL STANDARD VERIFIED 12:00
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 12:00
BLANK TEST 0.00 12:01
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 12:01
BLANK TEST 0.00 12:02
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 12:03
BLANK TEST 0.00 12:03

0

Alcohol (g/210L)

Flow Rate(L/M)

w

Alcohol (g/210L)
Flow Rate(L/M)

15 20

40.

136.
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24.

20.

~{16.

12.

Alcohol (g/210L)
Flow Rate(L/M)

15 20
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16.

12.

@

15 20
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 06/29/2019

OPERATOR NAME:

THOMAS DOLAN

Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19090

Nominal = 0.10 ¢g/210L

BLANK TEST 0.00 10:19
INTERNAL STANDARD VERIFIED 10:19
REFERENCE STANDARD TEMP 33.99c

REFERENCE STANDARD 0.09 10:19
BLANK TEST 0.00 10:20
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 10:21
BLANK TEST 0.00 10:21
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 10:22
BLANK TEST 0.00 10:23

N
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50 : : 40.
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT
DATAMASTER dmt: 116306

Date: 06/22/2019

OPERATOR NAME:

ANTHONY E GIARDINA

Permit #: 35850

Operator Agency/Dept: RAMAPO TOWN PD
Reference Standard #: 19090

Nominal = 0.10 g/210L

BLANK TEST 0.00 16:33
INTERNAL STANDARD VERIFIED 16:33
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 16:33
BLANK TEST 0.00 16:34
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 16:34
BLANK TEST 0.00 16:35
REFERENCE STANDARD TEMP 34.00c

REFERENCE STANDARD 0.10 16:36
BLANK TEST 0.00 16:36

0 : : 40.0
Alcohol (g/210L)

.18 ----- Flow Rate(L/M) 36.0
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14 28.0
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SUPERVISOR TEST

RAMAPO TOWN
POLICE DEPT

DATAMASTER dmt: 116306

Date: 06/13/2019
OPERATOR NAME:
THOMAS DOLAN
Permit #: 42012

Operator Agency/Dept: RAMAPO TOWN

Reference Standard #: 19090
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
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